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Abstract: In recent years, the tomographic visualization of laminar and turbulent flames has received
much attention due to the possibility of observing combustion processes on-line and with high
temporal resolution. In most cases, either the spectrally non-resolved flame luminescence or the
chemiluminescence of a single species is detected and used for the tomographic reconstruction.
In this work, we present a novel 2D emission tomographic setup that allows for the simultaneous
detection of multiple species (e.g., OH*, CH* and soot but not limited to these) using a single image
intensified CCD camera. We demonstrate the simultaneous detection of OH* (310 nm), CH* (430 nm)
and soot (750 nm) in laminar methane/air, as well as turbulent methane/air and ethylene/air diffusion
flames. As expected, the reconstructed distributions of OH* and CH* in laminar and turbulent
flames are highly correlated, which supports the feasibility of tomographic measurements on these
kinds of flames and at timescales down to about 1 ms. In addition, the possibilities and limitations
of the tomographic approach to distinguish between locally premixed, partially premixed and
non-premixed conditions, based on evaluating the local intensity ratio of OH* and CH* is investigated.
While the tomographic measurements allow a qualitative classification of the combustion conditions,
a quantitative interpretation of instantaneous reconstructed intensities (single shot results) has a
much greater uncertainty.
Keywords: optical emission tomography; combustion; chemiluminescence; tomographic
reconstruction algorithms; Tikhonov regularization; laminar diffusion flame; turbulent diffusion flame;
local equivalence ratio
1. Introduction
Modern gas turbines are operated under lean fuel conditions to reduce NOx emissions,
sometimes producing unstable operating conditions. Such instabilities are characterized by periodic
fluctuations in the total volumetric heat release, which lead to considerable pressure fluctuations
within the combustion chamber. As a result, on the one hand, unacceptable noise pollution occurs
in the area around the power plant. On the other hand, high mechanical loads on the parts of the
combustion device, especially at the blades of the high-pressure turbine, are induced. In order to avoid
these unstable operating conditions, an easily accessible measurement signal is required that correlates
with the heat release rate of the flame. This signal can then be used for online process control to avoid
these unstable operating conditions, e.g., by varying the fuel supply.
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In hydrocarbon flames, electronically excited radicals, such as CH* (A2∆, B2Σ−), OH* (A2Σ+),
C2* (d3Πg), HCO* (A2A”, B2A’), CO* (A1Π, d3∆, a3Π) and CO2* (A1B2) are generated by highly
exothermic reactions [1]. The concentrations of these electronically excited species in the reaction
zone of fuel-air flames far exceed their thermal equilibrium values [1]. The chemiluminescence
(CL) of these species is a natural probe for the progress of the combustion process. Due to its
simplicity compared to modern but much more complex and cost intensive laser techniques, such as
LIF (laser-induced fluorescence) or Rayleigh/Raman scattering, the use of chemiluminescence in
combustion research has attracted increasing interest over the past decades. For example, it was found
that the chemiluminescence of OH* in premixed laminar and moderately turbulent hydrocarbon flames
correlates with the heat release rate [2–5], which is the dominant physical quantity of combustion
processes and considerably determines their stability [3]. In addition, various studies have shown
that certain ratios of the chemiluminescence intensities (e.g., CH*/OH* [2,6–12] and C2*/OH* [5,6,8,9])
are a measure of the equivalence ratio in premixed flames [2,5,7–10,12] and a marker to determine
the quality of mixing in premixed or the local stoichiometry in partially-premixed zones of diffusion
controlled combustion in turbulent flames [11,13]. Therefore, monitoring the chemiluminescence is a
valuable tool for the non-invasive diagnostic of industrial combustion processes.
Compared to 1D or 2D laser-based techniques, chemiluminescence signals are usually subject
to line-of-sight integration and, hence, lack some of the spatial information. For example,
in References [14,15] heat release rates in turbulent premixed ethylene-air flames were obtained
using three different methods: (1) simultaneous two-dimensional CH2O- and OH-LIF, (2) flame surface
density method and (3) OH* chemiluminescence. The authors were able to show that line-of-sight
integrated images of OH* provide qualitative information about the heat release rate but compared to
the other methods, no local values can be determined. Novel optical methods must, therefore, be used
for the detection of spatially resolved chemiluminescence distributions, such as Cassegrain telescopes
coupled to a spectrograph or photomultipliers equipped with bandpass filters [2,6,8,9,13,16–19].
These systems were successfully used to investigate the behavior of chemiluminescence signals
for a broad range of combustion conditions. However, Cassegrain-based methods are single point
measurements, which makes it difficult to apply them to dynamic processes in space and time.
In addition, the contamination of the chemiluminescence signals by emissions originating from regions
outside the sample volume and along the propagation direction of the measurement signal cannot be
ruled out.
Optical emission tomography avoids most of these disadvantages. It facilitates the detection
of 2D or even 3D distributions of the chemiluminescence emission from laminar and turbulent
hydrocarbon flames of any geometry. The development and application of tomographic methods for
the reconstruction of 2D [20–22] and 3D [23–45] flame structures in laminar [21,22,24,28–30,33,39–42]
and turbulent [20,23,25–27,30–32,34–37,43–45] flames have gained a lot of interest in the past decade.
They are used to image the distribution of chemiluminescent species [20–25,28,29,31–35,37–50] or the
volumetric OH-LIF signal [26,27,30,51], as well as the 3D flow field using tomographic particle image
velocimetry (tomo PIV) [52–56]. More recently the focus has shifted towards space- and time-resolved
tomographic measurements with kHz-repetition rate [25,27,32,34,35,42,44,45], for example to obtain
time and space resolved Rayleigh index fields in swirl-stabilized flames [25,44]. A significant
disadvantage in this context is the very high investment costs for installing up to ten high-speed cameras,
preferably with image intensifiers, in order to be able to detect the extremely weak chemiluminescence
signal at exposure times of less than 1 ms. For reference, the concentration of OH* is in the ppb-range
and several orders of magnitude lower (5 to 6 orders of magnitude) compared to that of OH originating
from the chain branching reaction [57–59]. Due to the low signal intensity, the imaging optics and
optical resolution in each tomographic setup are a compromise between the desired spatial resolution
and an adequate signal-to-noise ratio for the detection of the radon projections. In general, the spatial
resolution of the tomographic methods is inferior compared to, e.g., the Cassegrain-based point
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measurements, but they provide the complete 2D or 3D distribution within a single image, which is
necessary for the investigation of dynamic processes in space and time.
To reduce the costs of the tomographic setup, different systems have been developed that reduce
the number of cameras, while maintaining the same number of projection angles. One possibility is
to use a special mirror-based relay optic between the flame and the camera, which maps several 2D
projections onto each camera, but it still requires three or more cameras [25–27,30,42,44,45]. The other
option uses a customized bundle of optical fibers to project the chemiluminescence onto the camera
sensor [20,21,28,29,32,34,41]. Anikin et al. were the first to work with a fiber bundle and to demonstrate
the 2D tomographic imaging of laminar and turbulent flame structures with a single image intensified
camera [20,21]. The fiber bundle consisted of 10 legs, each with 90 fibers (arranged side by side in
a row), which were brought together in a common fiber ferrule and imaged onto the camera via a
customized relay optic. Later Hossain et al. extended the approach to image 3D flame structures
using two fiber bundles and two cameras, with eight projection angles and 7500 optical fibers per
angle [28,29]. Recently, Liu et al. demonstrated kHz-rate volumetric flame imaging using a single
camera and a fiber bundle with nine legs [32]. They also extended the setup by two more cameras
and up to a total number of 17 projection angles, to increase the spatial resolution and reconstruction
quality [34].
In this work, we present a novel extension (POETλ) of our planar emission tomograph (POET)
that enables the simultaneous detection of multiple wavelengths/species in laminar and turbulent
flames using a single image-intensified camera. We demonstrate the simultaneous detection of OH*
(310 nm), CH* (430 nm) and soot (750 nm) in laminar methane/air, as well as turbulent methane/air
and ethylene/air diffusion flames.
The presentation of the results has been split into two parts. The first part (Part I is this paper)
describes the methodology, the experimental setup and the validation of the multi-species detection
using non-sooting and sooting diffusion flames under laminar and turbulent conditions. In addition,
we will investigate possibilities and limitations of the tomographic approach to distinguish between
locally premixed, partially premixed and non-premixed conditions, based on evaluating the local
intensity ratio of OH* and CH*.
In Part II, we will take advantage of the strong spatial (and temporal) coupling of OH* and
CH* in laminar and moderate turbulent flames. Multi-species tomography enables us to quantify
the reconstruction quality completely independent of any phantom studies instantaneously. This is
especially important in turbulent flames, where it is difficult to separate measurement noise from
turbulent fluctuations. Thus, in Reference [60] we present a detailed analysis and comparison of
different reconstruction algorithms. It has been shown that reconstruction methods based on Tikhonov
regularization should be preferred over the widely used algebraic reconstruction technique (ART)
and multiplicative algebraic reconstruction techniques (MART), especially for high-speed imaging of
turbulent flames or generally in the limit of low signal-to-noise ratio.
2. Materials and Methods
2.1. Burner
The measurements presented here were carried out in laminar and on turbulent diffusion flames.
The burner was the same as in our previous work [20]. It is similar to that in References [14,15] except
for a smaller plenum and the use of a perforated plate instead of the flow straightener to unify the flow
field (Figure 1). The burner had an annular opening with an inner diameter of 25 mm and an outer
diameter of 35 mm. Air entered the burner from the side, flowed through the perforated plate and
exited the burner through the annular opening. The fuel was supplied through six radial bores in the
centrally arranged conical bluff-body. The bores had a diameter of 0.7 mm and were located 2 mm
below the bluff-body edge. The turbulence intensity was estimated previously to be ≈10% of the inlet
velocity [20]. Thermal mass flow controllers (MKS Instruments) controlled the mass flow rates of fuel
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and air. All gases entered the burner at room temperature. The mass flow of fuel (methane or ethylene)
in most measurements was in the range of 1–2 slm (standard liter per minute), while the air flow was
varied from 10 slm (laminar case) to 100 slm (turbulent case), resulting in an exit velocity of the fuel/air
mixture of about 0.4 or 3.6 m/s, respectively.Energies 2020, 13, x FOR PEER REVIEW 4 of 25 
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2.2. Tomographic Setup, POETλ
The wavelength selective planar optical emission tomograph (POETλ) consisted of ten telescopes
arranged in a semi-circle around the burner (Figure 2). As in our first version of the tomograph
(POET) [21], the flame emission was deflected into the vertical direction by UV-enhanced aluminum
mirrors mounted at an angle of 45◦ on top of each telescope, which projected the light onto a row of
optical fibers. The telescopes performed two important functions: (1) They ensured that each optical
fiber detected the luminescence signal only at a small solid angle in space and (2) they mapped the
field of view (64 mm) to the length of a fiber row, with a reduction factor of 5.7. All ten fiber rows
were bundled into a single ferrule and the emitted light was imaged onto a single intensified CCD
camera (ICCD, PIMAX-4 1024f, Princeton Instruments). Each leg of the fiber bundle (Ceram Optec
SIA) contained 102 fused silica fibers (NA 0.22, core ø100 µm, outer ø125 µm) densely packed and
arranged side by side in a row. On the telescope side, the polyimide jacket had been removed from the
fibers to allow for a denser packing of the bare fibers (ø110 µm) and, hence, a better optical resolution
with a total length of each fiber row of 11.22 mm (102 × 110 µm). On the camera side, the protective
jacket was retained in order to ensure enough spatial separation of the signals of neighboring fibers on
the camera sensor.
In the following, the definition of the coordinate systems was used as depicted in Figures 1 and 2a:
The coordinate system was centered in the middle of the flame or the measurement region, with the
z-axis oriented perpendicular to the horizontal measurement plane. The acute angle between the x-axis
and the projection directions of telescopes 1 and 10 was 9◦. The y-axis lay in the middle between
projection directions 5 and 6. In addition, a local coordinate system was used for the telescopes,
in which the µ-axis lay in the projection direction (line-of-sight) and the v-axis was perpendicular to
the µ- and z-axes.
In our previous single-wavelength setup (POET) [20,21], the telescopes used a Kepler design
with two plano-convex quartz glass lenses (f = 75 mm and 500 mm) and an iris aperture (ø15 mm) in
the focal plane of both lenses to the detection to a small solid angle. However, especially the small
short focal length lens caused strong chromatic aberrations in multi-wavelength operation. As a
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result, the OH* (310 nm) and CH* (430 nm) focal planes were displaced by ~120 mm relative to each
other in the projection direction (line-of-sight), resulting in unacceptably different optical resolutions
(in-plane and out-of-plane, see below) of both wavelengths. In the current setup (Figure 3), chromatic
aberrations were minimized by using a spherical concave mirror instead of the short focal length lens.
In order to minimize geometric aberrations, the concave mirror was inclined only by 6◦ with respect
to the optical axis of the large, long focal length lens, which resembled a variant of the Herschelian
reflector [61]. A small deflecting mirror then directed the light onto the fiber ferrule and the row of
optical fibers. Using the clear aperture of the top lens (D = 66 mm) and its distance to the burner
matrix (f = 478 mm), the f#-number of the telescope was calculated to be f# = f /D ≈ 7.2.
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Figure 3. Schematic illustration of the optical setup of the telescopes. Using a concave mirror instead
of a plano-convex lens minimizes chromatic aberrations in multi-wavelength operation.
To estimate the imaging performance of the telescopes, ray-tracing simulations were performed
with our in-house code [62]. Light rays were traced back from the optical fibers to determine the sample
volume imaged by each fiber. For each fiber, 106 rays were traced, which were uniformly distributed over
the cross-section of the fiber and left/entered the fiber with a numerical aperture of Na ≈ 0.5/f # = 0.07.
Figure 4a shows the variation of the out-of-plane resolution (vertical to the measurement plane) over the
depth of the interrogation region for (i) the old telescope (dashed lines), consisting of two plano-convex
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lenses, and (ii) the new design (solid lines), in which the short focal length lens has been replaced
by a spherical concave mirror. The horizontal axis corresponds to the line-of-sight direction of the
telescopes. Selected intensity profiles I(v,z) of the imaged volumes/cross-sections at the marked points
A, B, C, and D are shown in Figure 4b. The spot height (resolution) is defined as the height which
contains 76% of the total intensity. For a Gaussian intensity profile, this would exactly match the full
width at half-maximum (FWHM). The white lines illustrate the shape of the cumulative probability
density curves along the z-axis, vertical to the measurement plane, CDF(z) =
∫ z
−∞
∫ +∞
−∞ I(ν, z′)dνdz′,
where I(v,z) is the intensity profile.
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Figure 4a confirms the influence of chromatic aberrations in the purely lens-based telescope design
(dashed lines). The distance in the line-of-sight direction between the focal planes (minima) at 310
and 430 nm was about 120 mm. Thus, the vertical extent of the imaged volume would change at
both wavelengths by more than a factor of two. In the new telescope design (solid lines), however,
the curves of both wavelengths were much closer to each other and the variation of the vertical
resolution over the measurement area is only about 25%. The same applied to the horizontal resolution,
but spherical distortion and the tilted curved mirror caused an asymmetry, whereby the positions
of the minimum spot sizes in the vertical and horizontal directions did not coincide. In this work,
the distance between the telescope and the measurement area was set to optimize the out-of-plane
resolution. The in-plane resolution was mainly determined by the distance between the cells in the
reconstruction grid (see below).
Towards the camera, the optical fibers were brought together in a single ferrule in which the
individual fiber rows were stacked one above the other, each separated by a 765 µm stainless steel
spacer (Figure 5). The output signal of the optical fibers was collimated by an off-axis parabolic
mirror (OPM1, UV-enhanced aluminum, ø2 inch, reflected focal length 152.4 mm) and deflected by a
flat elliptical mirror (EM1) through a short-pass filter (SP, cut-off wavelength: 450 nm, ø2 inch) and
a wedged prism (WP, quartz, anti-reflection coated, ø2 inch, prism angle: 9◦). The signal of each
individual optical fiber was spatially separated into its wavelengths by the prism and imaged through
another set of mirrors (EM2 and OPM2) onto the ICCD camera. The prism was oriented so that the
spatial separation of the signal on the camera sensor as a function of the wavelength was perpendicular
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to the fiber rows. A band-pass filter (BP) could be inserted to limit the detection to the emission
wavelength of a single species.
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Figure 5. (a) Arrang ment of stacked fiber rows; (b) optical layout of the relay optic be ween the
fiber output and the image int nsified charged coupled d vice (ICCD) camera. The signal of each
individual optical fiber wa spatially sep rated into its wav lengths by a prism and imaged onto the
camera. ( F: fiber ferrule, OPM: off- is r lic irror, EM: flat-elliptical mirror, BP: band-pass filter
(optional), SP: short-pass filter, WP: wedge prism).
The spacer between the rows (Figure 5a) ensures that a broad spectral range of 300 to 800 nm
could be detected without appreciable superposition or cross-talk of the signals of neighboring fiber
rows. While the short-pass filter blocked all transmissions between 450 and 720 nm, it allowed light at
even longer wavelengths to pass through again (Figure 6a). At the same time, the quantum efficiency
of the image intensifier of the CCD camera at wavelengths greater than 700 nm was less than 1% and
essentially zero above 800 nm. This combination ensured first that effectively no light with wavelengths
larger than 800 nm was detected, thus avoiding crosstalk of the signals of adjacent rows due to spectral
dispersion. Secondly, the emission of a sooting flame at wavelengths larger than 720 nm was intense
enough to compensate for the low quantum efficiency of the photocathode. Therefore, soot signals
between 720 and 800 nm could be detected, well separated from the emissions at 310 nm (OH*) and
430 nm (CH*). For comparison, Figure 6a also shows the black body spectrum at a soot temperature of
2000 K. At 750 nm the soot radiation was already about four orders-of-magnitude more intense than at
310 nm. As a consequence, we did not observe any soot radiation at 310 nm (OH*) but soot emissions
at 430 nm were still intense enough to contaminate the CH* emission and soot may spectrally overlap
in sooting flames.
As an example, Figure 6b shows the signal of a laminar methane/air diffusion flame at different
heights above the burner (see also Section 3.2). The inset is a small section of a single fiber row,
which has been spectrally dispersed by the prism, while the solid and dashed lines in the main figure
are the normalized optical spectra of the highlighted optical fiber at different heights above the burner.
For the spectrum, all pixel intensities within the white dashed rectangle have been binned together
perpendicular to the indicated wavelength axis. At h = 5 mm the flame emission is almost solely
caused by OH* and CH*, while at h = 15 mm soot emission starts to emerge with a maximum at
750 nm. The bottom x-axis is the pixel position relative to the OH* emission at 310 nm. Based on the
wavelength-dependent refractive index of the wedged fused silica prism and the distance between the
prism and the camera sensor, the pixel position is linked to the wavelength (top x-axis). The assignment
was confirmed by measurements with narrowband bandpass filters at 310, 450 and 750 nm. Since the
derivative of the refractive index of fused silica sharply decreased with increasing wavelength in the
measured wavelength range [63], the optical resolution in the soot emission region was significantly
lower than that for OH* and CH*. Since soot has a broad emission spectrum anyway and the spectral
region around 750 nm is limited by the combination of short-pass filter and quantum efficiency of the
ICCD, the results and conclusions of the current work were not affected by the deteriorating optical
resolution. However, the optical resolution can be adjusted or optimized for different spectral regions
by selecting a different prism material and wedge angle.
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Each pixel of the camera was linked to the wavelength and to its associated optical fiber, and thus
the projection angle and position, by placing a point light source in the measuring plane and moving
it along the fiber row of each telescope. The “point light” source consisted of a small bearing-ball
(ø600 µm) attached to the tip of a thin needle, which was illuminated by a fiber-coupled xenon arc lamp
or a mercury-vapor lamp. A set of band-pass filters allowed the selection of appropriate illumination
wavelengths. Since the diameter of the bearing-ball was comparable to the optical resolution (see
Figure 4 and Section 3.1), it illuminated at most two or three optical fibers at each position in the
measurement field simultaneously. By moving the point source systematically over the field of view of
each telescope, one can unambiguously assign the camera pixels to the individual fibers and account
for a possibly erroneous ordering or alignment of the fibers in each fiber row. In fact, in each row, a few
adjacent fibers were reversed in their order by the manufacturer, contrary to our original specifications.
Thus, if the ordering or spatial assignment of the optical fibers in a fiber bundle was essential to the
experiment, a detailed examination of the fiber arrangement was mandatory.
Intensity calibration factors for each individual fiber were obtained by imaging a uniformly
illuminated diffusor in the center of the measuring field and by dividing the calibration signal of
a single fiber by the average signal intensity of all fibers. The calibration was performed for each
wavelength separately and ensured that, for a given wavelength, the detected signal of all fibers was
on the same scale.
2.3. Tomographic Reconstruction
For the reconstruction, he measurement area was divided into a Cartesian grid with n = 102 × 102
elements and an edge length of 64 mm. In the following, we assumed that the flame was a low
scattering optical medium with homogeneous refractive index even for sooting flames, so that the light
followed a straight line from the emission source in the flame to the detector. That is, index gradients
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caused by fluctuations of the local flame temperature and species concentrations were neglected.
Under this assumption, each projection bi can be approximated as a “ray-sum” [21,64,65]:
bi =
∑n
j
Ai jx j. (1)
Here, xj is the unknown species concentration at pixel j and Aij is the contribution of pixel j to
the projection i. Reconstructing the species distribution from the set of m = 10 × 102 projections then
requires solving a set of linear equations,
Ax = b (2)
where b ∈ Rm is a vector containing the measured projection intensities and x ∈ Rn are the unknown
species concentrations. Since we are in the limit of low optical density and low optical scattering,
the projection matrix A ∈ Rm×n is constant, specific to the selected arrangement and only needs to be
determined once (see below). However, one cannot solve for the species concentrations directly because
the linear system is not well-posed, as defined by Hadamard [66]. More specifically, Equation (2) is
rank-deficient meaning that it permits an infinite number of solutions and additional assumptions have
to be made to limit the solution space [64,67]. Additionally, the solution does not depend continuously
on the measured projections. Small changes (errors) of the projection data caused, e.g., by noise,
are amplified and lead to extreme changes in the solution vector x. Both problems can be mitigated by
regularization methods [64,65,67,68]. In this work, we used a combination [69,70] of 1st order Tikhonov
regularization [68] and compressive sensing [71]. The species concentration was then obtained by
solving the optimization problem:
x = argmin[ f (x)] with f (x) = ‖Ax− b‖22 + λ1‖Lx‖22 + λ2‖x‖21 s.t. x ≥ 0 (3)
and ‖ . . . ‖q :=
(∑
j
∣∣∣x j∣∣∣q)1/q and Li j =

1 i = j
−1/ni i neighboring j
0 otherwise
.
Here ‖ . . . ‖q denotes the Euclidian norm (q = 2) or Manhatten norm (q = 1). ni is the number of
direct neighbors to pixel i, apart from the edges of the reconstruction grid, ni = 4. The Laplacian L
adds an additional set of n equations to the linear system to remedy the rank-deficiency and enforces a
piecewise smooth distribution. The extra term, λ2‖x‖21, has its origin in compressed sensing theory and
minimizes the number of non-zero pixels [71]. Practically, it enforces the species concentrations to be
zero in areas where the signal is close to or below the noise level. In statistics, Tikhonov regularization
and compressive sensing are also known as ridge and lasso regression, respectively. Since the classical
L-curve method is not recommended for determining the optimal regularization parameters for
the specified regularization scheme used here [64,72], the optimal parameters were determined by
trial-and-error and phantom studies. Equation (3) was solved by a steepest descent solver until the
scalar objective function values of two successive iteration steps fulfill the convergence criterion:
1 =
f (p) − f (p−1)
max
(
f (p), f (p−1)
) < 10−6 (4)
where f (p) = f
(
x(p)
)
is the objective function value in the p-th iteration.
2.4. Projection Matrix
Generally, if the exact ordering and position of optical fibers, as well as the arrangement of
the optical elements in the telescopes, are exactly known, one could determine the elements of the
projection matrix theoretically using ray optics [21]. In practice, however, there is always a slight
variation in the spacing between fibers and the position normal to the row. In addition, adjacent fibers
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are not perfectly parallel to each other, especially when removing the outer cladding to accommodate
more optical fibers in each row. In 3D-tomography one could simply use a suitable optical target to
obtain the projection matrix and to assign the voxels to the line-of-sights of each camera pixel [30].
Here we used the same arrangement with the point light source as in the previous section for assigning
the camera pixels to the optical fibers, but now the point light source was scanned over the full
reconstruction grid. At each grid point j, the intensity Ii j was measured for each fiber i, with at most
three fibers having any measurable intensity for each telescope and grid point. The projection matrix
was then normalized by dividing the measured intensity by the total intensity of the respective fiber:
Ai j = Ii j/
(∑n
k=1
Iik
)
. (5)
The projection matrix was determined individually for each wavelength to compensate for
chromatic aberrations.
Figure 7 shows a comparison between theoretically and experimentally determined projection
matrices using a premixed flat laminar methane-air flame [21] as an example. The theoretical projection
matrix was developed based on the geometric arrangement and properties of the optical components
using our in-house ray-tracing algorithm [62], which is similar to the method in Reference [21]. Using the
theoretical projection matrix, reconstruction artifacts can be clearly identified, which express themselves
primarily in linear streak-like structures. They are due to deviations between the nominal position
and alignment of the individual optical fibers compared to the actual values. In the reconstruction
based on the experimentally determined projection matrix, the artifacts were much less pronounced
or disappeared. All species distributions shown in the remainder of the manuscript were calculated
using the experimental projection matrix, although the artifacts were much less pronounced for the
annular diffusion flames discussed below.
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Figure 7. Reconstruction of a round premixed flat methane/air flame using either a theoretically (left) or
an experimentally (right) determi ed projection matrix. (310 nm, exposure time 60 ms, λ1 = 5, λ2 = 10,
φ = 1.0, V = 12 slm).
3. Results
3.1. Spatial Resolution
Figure 8 hows a typical reconstruction of the OH* distribution at 310 nm obtained from a laminar
methane/air diffusion flame 1 mm above the nozzle exit. In contrast to the previous work [20], we were
able to avoid a lift-off of the flame by suitable starting conditions (very low initial flow of methane
that was slowly increased to its operational value), so that the flame was almost perfectly circular and
fluctuated only slightly at the nozzle exit. The single shot image was taken at an exposure time of 100
ms and the reconstruction was done with the regularization parameters set to λ1 = 5 and λ2 = 10.
The compressive-sensing term in Equation (3) effectively eliminated artificial intensities at the flame
edge and in the center of the flame. At the same time, the contribution of the Tikhonov term was
chosen so that the reconstructed flame front is not measurably broadened. Figure 8 also shows a
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magnification of the flame front, superimposed with the numerical reconstruction grid. A single grid
cell was 0.63× 0.63 mm2 in size and the flame front was mapped by about two to three grid cells with
high intensity. Since the flame front was much thinner than 1 mm, this resulted in an effective optical
resolution in the tomographic measurement plane of about 2 cells or ∼ 1.3 mm, in accordance with the
Nyquist-Shannon sampling theorem.
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Figure 8. Typical reconstruction of a laminar methane/air diffusion flame obtained 1 mm above the
nozzle exit (OH* @ 310 nm, exposure time 100 ms, λ1 = 5, λ2 = 10, CH4 2.0 slm, air 10.0 slm). The inset
is a magnification of the flame front superimposed with the numerical reconstruction grid (grid cell
size 0.63 × 0.63 mm2).
The quality of alignment of the telescopes was experimentally tested by measuring the
chemiluminescence signal of OH* (310 nm) and CH* (430 nm) of a premixed flat flame as a function
of the vertical position of the burner matrix as described by Anikin et al. [21]. For each optical fiber
intensity profiles were measured at several heights z above the burner. These profiles, normalized to
their respective maximum value, are shown in Figure 9a. The solid line represents the average signal
intensity profile obtained for all fibers and both wavelengths, while the gray dashed line is the profile
of a single fiber. The shaded area is the 1σ-interval of the average profile. Considering that the
thickness of the flame front (<200 µm) is much smaller than the width of the profile, the optical
resolution perpendicular to the measurement plane approximately equals the full-width-at-half-height
(FWHM) of the averaged profile, which is 0.9± 0.3 mm. This value is very close to that given in the
previous section for the in-plane resolution. Finally, Figure 9b shows the distribution of the position
of the maximum intensity (zmax) of all individual fiber profiles, separated by wavelengths. There is
a small shift of a few tens of microns between the distributions at 310 nm and 430 nm. However,
for both wavelengths 80% of fibers have their maximum signal intensity within 350 µm, which is
only slightly larger than that obtained in our previous work for the single wavelength POET [21].
Thus, all projections are aligned in the same plane with an accuracy that is significantly below the
optical resolution.
In general, the desired optical resolution, defined by the magnification factor and the f#-number
(or numerical aperture) of the telescopes, must be weighed against the intensity of the signal to be
measured or the sensitivity of the detector. The imaging optics and optical resolution chosen here
represent a compromise in which the distributions of chemiluminescent species in turbulent flames
can be reconstructed with high reliability at an exposure time of 1 ms, corresponding to a repetition
rate of 1 kHz.
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3.2. Simultaneous Multi-Wavelength Detection
One of the key innovations of the new tomographic setup is the ability to detect multiple
wavelengths and thus different species simultaneously. We will first demonstrate the capabilities
of multi-wavelength detection on a laminar methane-air diffusion flame. A typical image of a
reconstructed intensity distribution at 310 nm and just above the burner opening has already been
shown in Figure 8 (see also Video S1). The distribution at 430 nm looks almost identical. The coordinates
x and y are in the tomographic measurement plane, which is oriented parallel to the exit plane of
the burner. The z-axis coincides with the vertical burner axis, with z = 0 mm at the burner exit (see
Figures 1 and 2). Figure 10 shows time-averaged intensity distributions at 310, 430 and 750 nm in a
vertical plane at y = 0 mm. For the vertical sections, images were taken at different heights above
the burner. The step size in the z direction was ∆z = 0.3 mm. At each position, the reconstructed
distributions were averaged over 300 images witch an exposure time of 100 ms each. The apparent
broadening of the flame front above z > 10 mm is due to the fluctuation of the flame. In the lower part,
however, the flame is stationary.
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At 750 nm we only detected the thermal radiation of soot particles, whereas at 310 nm the thermal
soot emission was already lower by four orders of magnitude, so that just OH* contributed to the
emission signal. In contrast, the soot emission at 430 nm was still intense enough to superimpose
the CH* emission. This is exactly what can be observed in the vertical sections in Figure 10 and is
illustrated by the iso-contour lines at 430 nm (white solid lines). Directly above the burner exit, there is
no soot and the emission at 430 nm stems solely from CH*, which is spatially very well correlated
with that of OH* (see left figure). Above z = 10 mm, soot particles start to appear. Simultaneously,
the emission at 430 nm moves inward, into the area of the unburnt fuel, and spatially overlaps with the
soot emission. Therefore, the interpretation of the emission at 430 nm must always take into account
the possibility of overlapping with the thermal radiation of soot particles. In the case of the laminar
diffusion flame shown here, however, the assignment is straight forward.
Pure fuel was in the center of the flame and outside, with increasing radial distances to the center,
ambient air. Between these two regions was the reaction zone in the vicinity of stoichiometric mixture
conditions. Due to the strong temperature increase towards the flame front, the fuel was pyrolyzed
between the reaction zone and the center, and soot particles were formed. Thus, as expected, the soot
formation zone (750 nm) was closer to the center of the flame (the pure fuel) than the reaction zone of
the flame front. The latter was clearly characterized by the OH* emission (310 nm). This is also evident
in Figure 11 where horizontal cross-sections (left) and slices in the radial direction (right) through the
flame are shown at two different heights above the burner. At h = 5 mm, there was no signal at 750 nm
(soot) and the signals at 310 nm (OH*) and 430 nm (CH*) spatially overlapped, whereas at h = 15 mm,
the signals at 430 and 750 nm (now both are soot) overlap and were closer to the center than the signal
at 310 nm (still OH*). Finally, it was obvious that the soot particles were completely oxidized by
approaching the reaction zone of the flame. As a consequence, we were very likely detecting the flame
structure correctly and it was not dominated by reconstruction artifacts.
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3.3. Application to Turbulent Flames
In the previous sections, we validated the alignment of the telescopes and showed that the
tomographic setup was indeed capable of imaging OH* (310 nm), CH* (430 nm) and soot (750 nm)
simultaneously. Additionally, it was shown that the respective spatial species distributions can
successfully be reconstructed. In the following, we present the results obtained in turbulent flames.
Figure 12 shows typical, simultaneously measured distributions of OH* (left) and CH* (right) of a
non-sooting turbulent methane-air diffusion flame obtained 13.3 mm above the burner, at an exposure
Energies 2020, 13, 2335 14 of 25
time of 1 ms (see also Video S2). In addition, the color-coded distributions were superimposed with
the 25% isolines of the other wavelengths/species, respectively. The electronically excited species OH*
and CH* are commonly used as flame front markers because their spatial location is inherently tied to
the position of maximum heat release rate, even in turbulent flames [11]. This position also changes
only slightly with the strain rate and curvature of the flame front [11]. The same applies to the ratio of
the chemiluminescence intensities, at least under moderately turbulent conditions [2,9,11].
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Figure 12. Simultaneously acquired, normalized species distributions of OH* (310 nm, left) and CH*
(430 nm, right) measured in a non-sooting turbulent methane/air diffusion flame at h = 13.3 mm above
the burner with an exposure time of 1 ms (λ1 = 5, λ2 = 5, CH4 2 slm, air 100 slm). The white solid
lines are the 25% isolines of the other wavelengths/species, respectively.
As expected, and within the optical resolution of the tomographic setup, we observed a very good
spatial overlap of the measured OH* and CH* distributions within each individual exposure. This can
be quantified by calculating the normalized correlation coefficient [73] of the two distributions:
ρ(x,y) =
∑
i(xi − x)(yi − y)
sxsy
i = 1 . . . n (6)
where x and y are the mean values and sx and sy the standard deviations of the two distributions
x (OH*) and y (CH*). Th correlation coefficient captures the most mportan contribution to the
structural similarity index (SSIM) [74] that was recently u ed by Liu et al. in a phantom study [33].
ρ(x,y) and SSIM are practically identical over the entire range of exposure times and within the
standard deviation. The result is shown in Figu e 13 as a function of the exposure time in the range of
0.1 to 2.0 ms. Each point is the average correlation coefficient of a series of at least 500 simultaneously
acquired distributions and the error bars reflect the 1σ-sta dard deviati ns. At an exposur time of
1 s the c rrelation co fficient was ∼ 0.8, indicating that the OH* and CH* distributions were very
similar. This means that we were very likely to orrectly detect the flame structure and that it was not
ominated by r const uction tifact . The remaining unc rtainty was due t onstruction artif cts
ca sed by measurement ise. If the exposure time was successively reduced, the signal became
weaker and weaker until the noise became dominant. Sinc the noise fluctuations for both species
were statistically independ nt of each other, the correlation disappeared at l w exposure times or low
signal-to- oise ratios.
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Figure 13. Normalized cross-correlation between simultaneously acquired distributions of OH* and
CH* in a turbulent methane/air diffusion flame (compare Figure 12) as a function of image exposure time.
Figure 14 shows reconstructed instantaneous species distributions of a sooting turbulent
ethylene/air diffusion flame at three wavelengths: 310 nm, 430 nm, and 750 nm (see also Video
S3). At 310 nm and 750 nm only OH* and soot, respectively, contribute to the signal, while both
CH* and soot give rise to the signal at 430 nm. As discussed above in the context of sooting laminar
diffusion flames, the results obtained in turbulent flames confirm the assignment. As expected, the OH*
and CH* distributions overlap spatially and strong OH* (or CH*) and soot signals are mutually
exclusive [75,76]. The latter is expressed quantitatively by the normalized correlation coefficients in
Figure 15. If we limit the correlation to the most intense features in both distributions (>50% of the
maximum value), the correlation coefficients are strongly negative (black line) and, as previously
mentioned, the occurrence of the associated features is mutually exclusive. Such behavior is
consistent with the fact that soot particles form on the side of the flame facing the fuel, in other words,
their occurrence is spatially displaced from the reaction zone. The blue line corresponds to the mean
correlation coefficients between the distributions of OH* and soot for all pixels, that is without any
filtering. Over the entire measuring field, both soot and OH* are more or less weakly correlated with
each other, since soot particles are formed in the vicinity of the flame front and partially overlap with
each other. Both correlations are also independent of the exposure time, as they should be.
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Figure 14. Simultaneously acquired, normalized distributions at 310 nm (OH*, left), 430 nm (CH* + soot,
middl ) and 750 nm (soot, right) measured t a turbulent ethylene/air diffusion flame 4 mm above the
burner w th an exposure ti e of 1 ms (λ1 = 5, λ2 = 5, C2H4 2 slm, air 100 slm). The white solid lines
are the 25% isolines of distributions at 750 nm (left and middle) or 310 nm (right).
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Figure 16. Time averaged 3D distribution of (a) OH* in a non-sooting turbulent methane/air diffusion 
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4. Discussion 
It is well known that the local equivalence ratio in premixed flames correlates with the ratio of 
the intensities of OH* and CH* [2,4,6,8–13,77]. This relationship can be used to monitor the flame 
Figure 15. Normalized correlation coefficients between the OH* and soot distributions in a turbulent
ethylene/air diffusion flame (compare Figure 14) ithout filtering (blue, dotted) and by limiting the
correlation to the most intense features (black, solid).
Finally, Figure 16 shows 3D images of time-averaged intensity distributions of OH* or OH* and
soot in (a) the non-sooting turbulent methane/air and (b) sooting turbulent ethylene/air diffusion
flames, respectively. Experimentally, the measurement plane of the tomographic setup was slowly
scanned from the burner exit downstream through the flame. At each point, an image of the flame was
taken with an exposure time of 100 ms and the frames were later assembled into a 3D distribution.
The general structure is the same as that in the instantaneous 2D distributions (Figures 12 and 14).
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Figure 16. Time averaged 3D distribution of (a) OH* in a non-sooting turbulent methane/air diffusion
flame (compare Figure 12) and (b) of OH* and soot in a sooting turbulent ethylene/air diffusion flame
(compare Figure 14).
4. Discussion
It is well known that the local equivale ce rat o in premixed flam s corr lates with the ratio of
the intensiti s of OH* and CH* [2,4,6,8–13,77]. Th s relationship can be used to monitor the flame
stoichiometry online. For example Orain and Hardalupas [13] demonstrated local, time-dependent
measurements of the fuel-to-air ratio in a swirl stabilized, nominally non-premixed burner. Using the
intensity of chemiluminescence from OH* and CH* they could differentiate between regions of
non-premixed, lean, stoichiometric and rich combustion and showed that combustion occurred in
a partially premixed mode for all flow conditions, although fuel and air were injected separately in
the reaction zone. The majority of the investigations to date have been time-resolved single point
measurements using a Cassegrain optic in laminar [2,6] and turbulent flames [8,9,13]. Radial profiles
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were obtained by scanning the probe volume through the flame. Here, multi-species tomography
offers the possibility of spatially (and potentially temporally) resolved measurements of the local
fuel-to-air ratio.
This approach was first tested on premixed flat methane/air flames (compare Figure 7 and
Reference [21] for the burner setup) with different equivalence ratios. The corresponding median
intensity ratio IOH∗/ICH∗ as a function of the equivalence ratio is shown in Figure 17a (open circles).
Each point represents the median over all pixels in the reconstructed images. Here we use the median
of the distribution instead of the mean because it is a more robust statistical measure for the highly
skewed distributions (see below). Pixels with an intensity of less than 10% of the maximum intensity
in each image have been omitted. The 1σ-standard deviation is ±0.35 . . . 0.4. The median ratio of
the radon projections of both species (gray solid line) is also shown. For the calculation, the radon
projections of all optical fibers in each image and for each species were summed up before taking the
intensity ratio. This is justified because for a premixed, flat flame, the local equivalence ratio is identical
at every point on the flame front. Hence, the intensity ratio of the radon projections is a measure of the
true intensity ratio at the given equivalence ratio. In contrast, the intensity ratio in the reconstructed
distributions has been calculated individually at each pixel in every image.
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Figure 17. Evaluation of the intensity ratio IOH∗/ICH∗ for a premixed flat flame as well as laminar
and turbulent diffusion flames (all methane/air): (a) Median intensity ratio as a function of (global)
equivalence ratio. The gray solid line is the intensity ratio of the premixed flame obtained directly
from the radon projections. Open squares represent median values of the turbulent flame for selected
individual pixels (see text for more details). (b) Intensity ratio distribution at φ = 0.7 evaluated over all
pixels of the reconstructed distributions. Vertical lines indicate the median intensity ratio. For diffusion
flames, the equivalency ratio refers to the fuel-air ratio between the separate input streams of methane
and air.
Overall, the dependency of the intensity ratio IOH∗/ICH∗ of the premixed flame corresponds
qualitatively with literature data: the intensity ratio decreases with increasing equivalence ratio.
Intensity ratios derived independently from the radon projections (solid line) and the reconstructed
images (open circles) are identical, confirming that it is indeed possible to reliably derive mean intensity
ratios from tomographic measurements. The exact shape of the curve depends crucially on the
experimental setup and spectral analysis [77]. Additionally, quantitative deviations are to be expected
since the optical sensitivity of the detection system has not been calibrated at both wavelengths.
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However, the results discussed below remain unaffected, since the calibration will only change the
absolute value of the intensity ratio, but not the shape of the curve on the equivalence ratio.
Figure 17a also contains intensity ratios obtained from laminar and turbulent methane/air diffusion
flames. For both diffusion flames, the given equivalence ratio represents the fuel-air ratio between
the separate inlet flows for methane and air. As expected, the intensity ratio and, thus, the fuel-to-air
ratio in the flame front of a laminar diffusion flame (filled circles, h = 5 mm, compare Figures 10
and 11) is constant and independent of the global equivalence ratio. The flame always burns at the
same fuel-to-air ratio. The horizontal dashed line indicates the mean intensity ratio of the laminar
diffusion flame. Consistent with literature data, the intensity ratio under non-premixed conditions is
much lower compared to premixed combustion [11,13,27]. In contrast, the median intensity ratio of
a turbulent diffusion flame (nominal inlet φ = 0.7, h = 13.3 mm) is between that of the laminar and
premixed flames, indicating that under turbulent conditions combustion is more like that of a premixed
or partially premixed flame, even though fuel and air are supplied separately [13,27]. In other words,
fuel and air are thoroughly mixed in the turbulent flow field.
Probability density functions (PDF) of the intensity ratio for the premixed flat as well as laminar
and turbulent diffusion flames are shown in Figure 17b. All PDFs were obtained at an inlet stream
equivalence ratio of φ = 0.7. Vertical lines represent the locations of the median intensity ratios.
Under premixed conditions, the PDF is nearly symmetric, but on an absolute scale somewhat broader
compared to the laminar diffusion flame. The latter is due to small manufacturing errors in the
positioning of the optical fibers perpendicular to the fiber row. Considering the imaging ratio of
the telescopes (M = 5.7), a positioning inaccuracy of the optical fibers of 15 µm results in a vertical
positioning error (out-of-plane) of the measurement volume of ∼ 85.5 µm. This is already a significant
fraction of the laminar flame thickness (<200 µm) and about 10% of the out-of-plane resolution. As a
result, not all optical fibers might sample the flat flame at identical vertical locations, leading to a
larger uncertainty in the intensity ratio. Laminar diffusion flames are only marginally affected by
this inaccuracy because the flame front only slightly varies along the direction perpendicular to the
measurement plane (burner axis) and within the spatial resolution. The distribution of intensity
ratios of the turbulent flame is very broad, strongly right-skewed and lies between those of the
laminar diffusion flame and premixed flat flame. The broadness and skewness are, to a large extent,
a direct consequence of reconstruction errors and the fact that we take the ratio of two quantities with
considerable noise levels. For comparison, the PDF of the mixture fraction obtained by Orain and
Hardalupas [13] using single point measurements and Cassegrain optics would translate to a width of
the intensity ratio distribution of only ≈ ±0.1.
Local, spatially-resolved intensity ratios IOH∗/ICH∗ are shown in Figure 18 for (a) a premixed,
flat flame (100 ms. exposure), (b) a laminar diffusion flame (100 ms exposure, h = 5 mm), (c) an
instantaneous image of a turbulent diffusion flame (1 ms exposure, h = 13.3 mm) and (d) the mean
intensity ratio of the same turbulent flame (averaged over 300 images). All images were obtained at
methane/air flames with an inlet stream equivalence ratio of φ = 0.7. In the case of the premixed flat
and laminar diffusion flame, the intensity ratio is approximately constant over the whole flame front.
The diverging color scale in the image has been centered at a value of IOH∗/ICH∗ = 1.2, thus coarsely
separating non-premixed (blue) from premixed or partially-premixed (red) combustion regions.
The snapshot of the turbulent flame (Figure 18c) suggests the existence of areas with intensity
ratios that are similar to those of non-premixed and premixed combustion. However, when interpreting
the resulting intensity ratios, the greater uncertainties in the reconstructed absolute intensities at short
exposure times (low signal-to-noise ratio) must be considered. More robust statements can be made
using the averaged combustion field in Figure 18d. It shows a radial dependency of the intensity ratio,
which suggests a transition from non-premixed to premixed or partially-premixed combustion with
increasing distance from the burner axis. We can also analyze the PDF of single pixels or pixel regions
over a series of images. This is shown in Figure 19 where we plot the PDFs for pixels with predominant
non-premixed (A) or (partially) premixed (B) combustion. The PDFs in both regions are markedly
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different and shifted against each other. Vertical dashed lines mark the median of the respective
distribution. The median values have also been included in Figure 17a (open squares). It is evident
that pixel region A is somewhere between non-premixed and premixed combustion, whereas pixel
region B is very close to the intensity ratios observed in premixed combustion. Again, the distributions
of intensity ratios are quite broad due to reconstruction errors and a quantitative analysis should be
carried out with caution. Nevertheless, our tomographic measurements allow qualitative, but spatially
resolved, statements about the mean fuel-to-air ratio or the combustion mode, which is sufficient for
many industrial, diagnostic applications.Energies 2020, 13, x FOR PEER REVIEW 19 of 25 
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Finally, we will consider the dependence of the intensity ratio IOH∗/ICH∗ in turbulent diffusion
flames on the exposure time and reconstruction algorithm. Figure 20a shows a comparison of different
statistical measures (mean, median and mode) for the center of the intensity ratio distributions as a
function of exposure time and using the reconstruction algorithm in Equation (3). With decreasing
exposure time (or decreasing signal-to-noise ratio) the mean value increases, while the mode decreases.
At the same time, the median remains almost unchanged. Both observations result from an increasing
skewness of the distributions with shorter exposure times, primarily due to increasing inaccuracies in
the absolute intensities of the reconstructed distributions. Under such conditions, the median is a much
better descriptive statistical measure than the mean because it is less affected by extremely large or
small values in a skewed distribution. As a reference, Figure 20 also shows the median intensity ratio
directly obtained from the radon projections, which is independent of the exposure time. Since the
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intensity ratio within the turbulent flame is not constant, unlike for the premixed flat flame (see above),
the median of the radon projections is only an averaged value over the entire flame.
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Figure 20. (a) Statistical measures of the intensity ratio distribution in turbulent flames as a function
of exposure time and when using the reconstruction algorithm in Equation (3). (b) Comparison of
the median intensity ratio in turbulent diffusion flames between different reconstruction algorithms.
Also shown is the median intensity ratio obtained directly from the radon projections.
Overall, the median of the reconstructed distributions is a robust statistical measure to characterize
the IOH∗/ICH∗ intensity ratio because it is (1) very close to the intensity ratio of the radon projections
and (2) almost independent of the exposure time or signal-to-noise ratio. However, this is only
true for the Tikhonov regularization used, for example, in this work or by Anikin et al. [20,21],
as shown in Figure 20b. The figure also contains median intensity ratios obtained when using the
algebraic reconstruction technique (ART) [78,79] or multiplicative algebraic reconstruction technique
(MART) [78–81]. Details on the reconstruction algorithms and an in-depth analysis of their accuracy in
the limit of low signal-to-noise ratios can be found in Part II [60]. For ART and MART, the median
intensity ratio increases significantly with decreasing exposure time, as shown in Figure 20b. In addition,
the average (mean) intensity ratio increases even more than for the Tikhonov regularization. Only for
large exposure times (>2 ms) ART and MART will converge towards the values of the Tikhonov
regularization and of the radon projections. Thus, a quantitative interpretation of the reconstructed
distribution is for ART or MART even more troublesome than for the Tikhonov regularization,
especially under conditions with a low signal-to-noise ratio. This emphasizes the indispensable need
to characterize the signal-to-noise ratio under the actual experimental conditions in order to be able to
reliably assess the quality of the tomographic reconstruction.
5. Conclusions
We presented a novel 2D planar emission tomographic setup (POETλ) for the simultaneous
detection of multiple species using a single image intensified CCD camera. The alignment,
spatial resolution and multispecies detection have been validated against premixed flat flames
and laminar diffusion flames in which the distributions of OH*, CH* and soot are a priori known.
Subsequently, the new tomographic setup has been successfully used for the simultaneous detection
of OH* (310 nm), CH* (430 nm) and soot (750 nm) in non-sooting turbulent methane/air and sooting
ethylene/air diffusion flames. Finally, the evaluation of the intensity ratio IOH*/ICH* allows a spatially
Energies 2020, 13, 2335 21 of 25
resolved classification of combustion zones with preferably premixed or non-premixed combustion,
at least qualitatively.
The high correlation coefficient between the simultaneously detected OH* and CH* distributions
indicates that our tomographic approach very likely detects the flame structure correctly and that it is
not dominated by reconstruction artifacts (see Part II for more details [60]). However, a quantitative
interpretation of instantaneous reconstructed intensities (single shot results) has a much greater
uncertainty than the flame front position, because the absolute error in the reconstructed intensity
is larger compared to the spatial location at which a non-zero intensity (flame front) is observed.
Future work will be dedicated to improving the absolute accuracy, for example by amending the
alignment procedure. This will be accompanied by a detailed analysis of the effect of an increased
number of projection angles on the absolute error in the reconstructed intensities. A major drawback
of any tomographic measurement on turbulent flames reported in the literature so far is the subpar
spatial resolution compared to, for example, planar laser-induced fluorescence. Due to the very low
chemiluminescence intensity of individual species in general, and in combination with our single
camera detection scheme based on small numerical apertures for signal detection in our case, the spatial
resolution that can be achieved must always be weighed against the time resolution required for
investigations in turbulent flow fields.
However, the multiwavelength approach presented here is not limited to chemiluminescent
species, soot or combustion systems in general, but can be easily adapted to other spectral regions of
interest or systems or it can be combined with, for example, the simultaneous tomographic detection of
laser-induced fluorescence of selected or multiple species at very low concentration levels. Furthermore,
the camera can easily be exchanged for a camera that is optimized for a different spectral range or that
enables recordings with a repetition rate of 1 kHz or more. Besides combustion applications, this offers
the possibility to apply the technique to different fields in mechanical engineering. For example,
by using spectroscopic lamps in combination with appropriate molecular tracers, added to a flow at a
low concentration (ppb level), mixing processes can be monitored or chemical reaction processes can
be controlled on-line with very high temporal resolution using real-time tomographic techniques.
Supplementary Materials: The following are available online at http://www.mdpi.com/1996-1073/13/9/2335/s1,
Video S1: Typical movie of a laminar methane/air diffusion flame (CH4 2.0 slm, air 10.0 slm); Video S2: Typical movie
of a non-sooting turbulent methane/air diffusion flame (CH4 2 slm, air 100 slm); Video S3. Typical movie of a
sooting turbulent ethylene/air diffusion flame (C2H4 2 slm, air 100 slm).
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